
l. Material: Best quality Aluminurn (LM-6) sheet anodized from ILKA. /
2. One no. of rubber pad for dosimeter cap as per item no. 4 of diaWffito be provided with

Annexure-A

Technical Specifications of Passive radon dosimeter

dosimeter. The rubber should be made from VITRON rubber. OD of rubber pad should

be 62.2 mm with thickness 1.5 mm.

3. TLD cassette holder made from supper quality Bakelite white as per item no. 3 of the

drawing.
4. One no. of rubber circlet should be provided for locking of LRC membrane.

5. All other dimension of dosimeter shall be as per attached drawing.

6. Material test certificate from Govt approved test house in support of materials of
dosimeter e.g. Aluminum (LM-6) sheet metal and rubber pad should be provided with

supply.
7. The threading at different section should be clear and prominent for easy removal and

closing of caps and other parts of dosimeter'
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